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Abstract—In this paper we describe the fabrication and
characterization of a multiplexed biosensor based on molecular
bio-wires that can be used for detecting multiple pathogens in
a biological sample. At the core of the proposed device is a
biosensor that operates by converting binding events between
antigen and antibody into a measurable electrical signal using
polyaniline nanowires as transducers. By mixing and patterning
antibodies at different spatial locations of the biosensor, the
response of the biosensor can be conﬁgured to detect the presence
of either one of several pathogens present in the analyte, thus
making it ideal for rapid environment screening applications.
Experiments using the biosensor array speciﬁc to B. cereus
and E. coli bacteria validate the functionality of the proposed
multiplexed architecture.
Index Terms—Biosensors, polyaniline, multiplexed detection,
environmental monitoring
I. INTRODUCTION
Biosensors have emerged as important analytical tools for
controlling disease outbreaks, which according to the United
States Department of Agriculture (USDA) cause $ 2.9-$ 6.7
billion worth of losses every year [1]. A biosensor is a self-
contained integrated device, which is capable of providing spe-
ciﬁc quantitative or semi-quantitative analytical information
using a biological recognition element (biochemical receptor)
which is retained in direct spatial contact with a transduction
element [2]. Immunosensors (biosensors that use antibodies as
biological recognition elements) are of great interest because
of their applicability (any compound can be analyzed as long
as speciﬁc antibodies are available). In particular, immunosen-
sors with electrical readouts offer several advantages over their
optical counterparts due to their reduced cost, reduced form
factor and ease of signal acquisition. The immunosensor is
disposable and relatively inexpensive to fabricate and operate,
thus making it an attractive candidate for designing biosensors
that can simultaneously detect multiple pathogens in food
samples especially for the application of the point-of-care
testing.
Due to its excellent stability in different solutions, good
electronic properties, and strong biomolecular interactions [3],
polyaniline (PANI) has been also extensively studied in the
application of electrochemical biosensors. PANI has been
reported to be used in potentiometric glucose biosensor [4] and
amino acid biosensor [5]. Several studies have been reported
using conducting PANI as a label in the immnuosensors.
One such immunosensor which has been used in this paper
was introduced in [6], and has been shown to achieve a
detection limit of 103 cell culture infective dose per milliliter
(CCID/ml) of Bovine Viral Diarrhea Virus (BVDV) antigens
in approximately 6 min.
In literature, different architectures of multi-array biosensors
have been proposed. One of the popular detection mechanisms
relies on the microarray technology and uses optical readout
for detecting hybridization events [7], [8]. Another multi-
array device based on a lateral ﬂow immunosensor has been
reported [9] where multiple target-capture molecules have
been immobilized along the ﬂow of the analyte. The technique,
however, suffers from the interference of preceding target cap-
ture zones and differences in signal intensity that decays along
direction of the ﬂow. In [10] an electrokinetically-controlled
heterogeneous immunoassay was developed for detecting mul-
tiple pathogens. Speciﬁcity experiments have been reported for
three different pathogens where the detection method used an
optical device. However, if the objective of the biosensor is
to detect the presence of any of several possible pathogens
in a sample, a simpliﬁed architecture consisting of a mixture
of antibodies could be used as the recognition layer. The
mixture in conjunction with an electrical transducer can form
an OR logical operation such that a signal is produced only in
response to the presence of one or more target pathogens. The
mixture of antibodies could be then patterned spatially across
the biosensor to form a multiplexed architecture.
This paper is organized as follows: Section II describes the
operating principle of a single pathogen biosensor and presents
its fabrication procedure. Section III proposes the fabrication,
characterization of a multiplexed biosensor based on antibody
mixtures and presents some measured results using model
pathogens. Section IV concludes with a brief discussion and
future works.
II. BIOSENSOR PRINCIPLE AND FABRICATION
A. Biosensor Principle
The architecture of a multiplexed biosensor is shown in
ﬁgure 1. It consists of four pads: sample pad, conjugate pad,
capture pad, and absorption pad. The capture pad, or the
area that immobilizes the recognition elements consists of
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of polyaniline-antigen-antibody complex between the electrodes which is
indicative of presence or absence of pathogen.
two strips of antibody mixture layers. The SEM image of
the polyaniline antibody conjugation is also shown in the
sub-image of ﬁgure 1, where polyaniline nanowires appear
to be rod-shape. The principle of operation of a single strip
(single antibody) biosensor is illustrated in ﬁgure 2, which
shows a cross-sectional view of the antibody strip. There is
an open channel between two electrodes across capture pad
before any analyte is applied on the sample pad. Immediately
after the analyte is applied to the sample pad, the solution
containing the antigen ﬂows to the conjugate pad, dissolves
with the polyaniline-labeled antibody (Ab-P) and forms an
antigen-antibody-polyaniline complex. The complex is then
transported by capillary force into the capture pad containing
the immobilized antibodies. If the antigens bind with their
speciﬁc antibodies on the capture pad, the second antigen-
antibody reaction forms a sandwich (ﬁgure 2). The polyaniline
nanowires extend out to bridge adjacent cells and lead to
the conductance change between two electrodes (ﬁgure 1
and ﬁgure 2). The conductance change is determined by
the number of antigen-antibody bindings, which is related
to the antigen concentration in the sample. The unbound
non-target organisms are subsequently separated by capillary
ﬂow to the absorption membrane. The conductance change is
sensed as an electrical signal (current) across the electrodes.
Figure 2 also show the SEM image of the capture pad before
and after the analyte with pathogen has been applied. The
change in material texture can be observed, which is attributed
to the formation of the antibody-antigen-antibody-polyaniline
complex connecting the electrodes.
B. Materials and Fabrication Procedures
Puriﬁed rabbit polyclonal antibodies against B. cereus and
E. coli were obtained from Meridian Life Science (Saco,
ME, USA). The antibodies were suspended in phosphate
buffer solution (pH 7.6) and stored at 4oC. B. cereus and
Fig. 2. The principle of operation of the model biosensor
E. coli strains were obtained from the National Food Safety
and Toxicology Center (Michigan State University) and the
Michigan Department of Community Health (East Lansing,
MI, USA). A 10 μL loop of each isolate was cultured in
10 ml of nutrient broth and incubated for 24 h at 37oC
to prepare stock cultures. Polyaniline was purchased from
Sigma-Aldrich (St. Louis, MO, USA). The sample pads (size:
20 mm x 5 mm) capture pads (size: 20 mmx5m m )
and absorption pads (size: 15 mm x 5 mm) were made of
nitrocellulose membrane and the conjugate pads (size: 10 mm
x 5 mm) were made of ﬁberglass membrane (grade G6).
The porous nitrocellulose substrate ensures good adsorption
properties for immobilized antibodies and allows non-target
antigens to ﬂow through. The conjugate pad was designed to
allow maximal adsorption and ﬂow of polyaniline-conjugated
antibodies. Antibody concentration used for conjugate pad was
150 μg/ml and for the capture pad was 500 μg/ml. The
polyaniline concentration in the conjugate pad was 1 mg/ml.
All these values were found to be optimal, resulting in the
highest ratio between the number of captured cells and the
actual cell concentration tested.
The polyaniline antibody conjugates were prepared by sus-
pending 800 μl of polyclonal antibodies against B. cereus
and E. coli (concentration 150 μg/ml)i na8m lo fp o l yani-
line solution in phosphate buffer (pH 7.6) containing 10 %
dimethylformamide (DMF) (v/v) and 0.1 % LiCl (w/v). The
solution was incubated at room temperature for 1 h to allow
the binding of the antibodies with polyanilines and then treated
with a blocking reagent (Tris buffer containing 0.1 % casein).
The polyaniline antibody conjugates were then precipitated by
centrifugation at 12,000 rpm for 5 min. The supernatant ﬂuid
was discarded and the pellets were mixed with the blocking
reagent and centrifuged again. The centrifugation step was
repeated three times. The conjugates were ﬁnally suspended
in phosphate buffer solution containing 0.1 % LiCl (w/v) and
10 % DMF (v/v) and stored at 40C until used. The conjugate
pads were prepared by soaking the ﬁber-glass strip into the
conjugation solution till homogenous dispersion is achieved.
Extensive characterization of a single strip, single pathogen
biosensor has been performed elsewhere [6], [11]. The focus
of this paper is to extend this architecture to a multiplexed
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conﬁguration.
The sample pads and the absorption pads were washed
using distilled water for removing surface residues and then
left to dry. Before dispensing antibodies, the capture pads
were pre-treated with distilled water and 10 % (v/v) methanol
sequentially and left to dry for 1 h. Then, the pad was
treated with 0.5 % (v/v) glutaraldehyde and left to dry again.
Subsequently, polyclonal E. coli and B. cereus antibodies were
immobilized on the capture pads using the dispensing machine
(Kinematics Automation Inc.) and incubated at 37oCf o r1h .
0.1 mM tris buffer (pH 7.6, containing 0.1 % (v/v) Tween-20)
were dispensed onto the capture pads to remove and block
residual functional groups. The pads were then incubated at
37oC for 45 min.
III. CHARACTERIZATION OF MULTIPLEXED BIOSENSOR
For preparing the multiplexed biosensor, a mixture of poly-
clonal antibodies against B. cereus and E. coli (concentration
500 μg/ml) was dispensed onto the surface of the nitrocellu-
lose substrate. A copper mask as shown in Fig. 3 was used
to fabricate electrodes onto the capture pad using aluminum
evaporation technique. Even though the experiments in this
paper used only two pathogens (B. cereus and E. coli), the
proposed principle can be extended to include antibodies
speciﬁc to other pathogens as well. Also, as a proof of concept
we have patterned the mixtures at only two spatial locations
on the capture pad which we will designate by 1 and 2
as indicated in the measurement results. Strip 1 is antibody
capture zone, which is close to the conjugation pad while strip
2 is a little bit far from the conjugation pad.
Figures 4- 6 show typical responses where the conductance
across the two antibody capture zones are simultaneously
measured (marked by 1 and 2 in Fig.1) as a function of
time. For comparison, conductance corresponding to a control
solution (analyte without pathogens) is also plotted on the
ﬁgures. In Figs. 4- 6 , Control 1, E.coli 1, B.cereus 1, and
Both 1 represent the conductance measured across antibody
capture zone 1 (marked in Fig.1) when blank solution, E. coli,
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Fig. 4. Conductance measured across two antibody capture zones (marked
by 1 and 2) when an analyte containing B. cereus is applied
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Fig. 5. Conductance measured across two antibody capture zones (marked
by 1 and 2) when an analyte containing E. coli is applied
B. cereus, and the mixture of E. coli and B. cereus solution
are applied. Similar notations (Control 2, E.coli 2, B.cereus
2, and Both 2) also hold for strip 2 in the Figs.4-6. For
these experiments, the concentrations of B. cereus and E. coli
were calibrated to be 6×107CFU/ml and 5×107CFU/ml
respectively. Conﬁrmation of the pathogens followed standard
microbiology protocols [12]. For this purpose, colonies were
counted using an automated platter-counter in a biosafety
level II environment. All laboratory and biohazard waste were
labeled, handled, and disposed of according to the MSU
standard procedures for handling biohazardous waste [13].
It can be seen from Figs.4-6 that the conductance measured
across both of the antibody capture zones are higher when
either of the pathogen is present compared to the control.
This veriﬁes the functionality of the multiplexed biosensor.
Because the antibody zones are located at different spatial
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Fig. 6. Conductance measured across two antibody capture zones (marked
by 1 and 2) when both pathogens (B. cereus, E. coli) are present in an analyte
Fig. 7. Conductance measured across the single antibody capture zone for
different concentration of pathogens (B: B. cereus, E: E. coli)
locations, the conductance measured across zone 1 and zone
2 changes sequentially between 40 to 90 seconds. Figures 4-
6 also show the interference of measured conductance due
to electrical interaction between the two electrodes. However,
this interference does not signiﬁcantly impact the ability of
the biosensor to discriminate between pathogenic and non-
pathogenic samples. Figure 7 shows the conductance mea-
surement across a single antibody capture zone when samples
containing different concentrations of the pathogens are ap-
plied. Each test is repeated three times and the error bars show
the standard deviation. The results indicate that logic “OR”
operation is consistent across different concentration levels of
the pathogens, thus verifying the functionality of the mixed
antibody strip to detect either one of the two pathogens.
IV. CONCLUSIONS
In this paper we presented a preliminary prototype of a
multiplexed biosensor that can be used for rapid screening of
multiple pathogens in an analyte. The core principle behind the
proposed architecture is a transduction mechanism that relies
on interaction between antigens and a mixture of antibodies.
Presence of any of the target pathogens leads to a change in
conductance across the biosensor that can be measured using
a data acquisition system. One of the limitations in using mix-
ture of antibodies for screening of multiple pathogens is the
reduced sensitivity due to limited availability of binding sites
for target antigens. However, this artifact can be compensated
by enhancing the sensitivity of the measurement instruments.
Also, analyte reaching the antibody strips located at spatially
disjoint locations contain variable concentration of pathogens
which produce a weaker measurable signal. This observation
has been reported in [9], and a solution proposed to remedy
this problem was a symmetric architecture thats ensures a uni-
form ﬂow of pathogens towards the antibody sites. Streamline
fabrication process is also expected to improve the response
of the “OR” logic operation.
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